

MODEL 1630 DE LUXE 
TRIPLE-SHIELDED 
OSCILLATOR 


// An outstanding signal generator for cx- 

#/ fm lrcm ‘ ! accuracy. Cover* inn KC to 3d All' 

/ >1 to »lx rnujiua. Answers every tviulremenr 

//■ .v*.'* j£s ~ I IjDjVjL til Q fw*iuency range oM-iiuinr. Ac- 
^ jj. • rift *-uracy «'f callliration is *i or !•>. T*n- 

f, pf~-=' * usually large dlrecl-reading r.illbruted dial 

* ~~~ || lias jotal scale length of 52-S,". Karh coll 

**~*T tf >* individually ralibtated and tracked for 

linearity over the entire mi:*-. This ?cn- 
^ eraior lu» mo leakage with triple shielding 
wher« necessary to eliminate all possibility of even the sllghtesl leak. A 
continuously variablu pari type attenuator controls the output from zero 
to maximum. Huggcdlv built to withstand tin: wear ami tear of constant 
service. Internal c**u*|rurtion Is a* rigid av |io&dble to eliminate am 
changes m calibration. Fit ml-lied io ease similar to thul of Model ](J01. 
Panel Is iirtied In black on attractive silver background ^ 

For use on lift volts, tin cycles. A.C. /I KvX 

B9965. YOUR PRICE. hfC7_ 

IN METAL CASE 

B9966. Model 1080 Is also available In a lilack wiInkle-finished metal 
case with leather bundle. j ^ * ** 

NET . $44*10 

MODEL 1631 

Same a- Merle! 1636. but In addition incorporates electronic frequence 
modulation. Frvquencv njcdsilaiinn is rnnnnuou>ly variable from ft 
cy«*l.-% to -|o KV. s ipi-lics 4*"* C.P S. umdidn'cd or unun-dulatod signal, 
as uell n- i ij< f\V *i„iial with iMuVisious for external 
imidnl.ilion. In leatherette case. wnl 

B9967. YOUR PRICE. J £ _ 

B9968. MODEL 1631 IN METAL CASE. In blnok wrinkle-finished 
met til case with leather handle. A A 

NET . 


'••• WI iWl. 

$4^02 


•.* ** *ie-4iai, 

$5782 

k wrinkle-finished 

$53*90 


MODEL 1404 

Tills unit mmlilneft the Model I2I0-A Tube 
Tester, Model 12^2 A11-Wave Signal deaerator 
fm lln volt At' operation, the Model pprp-A 
Multi - ihinge At' Volt-Diet«-r fdi sciIbed below), 
ami the Model l*0p-D Mnitl-ltancc l»C Volt- 
Olitn-MIlliuminetcr (de-wTlbrd below), all 
mounted on one test panel. With this equip¬ 
ment you arc prepared to make the majority 
of the te*ts iiiiuirul in the uvuiuse radio repair 
job. Generator rovers from 13<i KC to St) MC. 
niodiilHicU or immniluluted. Tube tester checks 
nil tubes now in use with provision for future 
types Tube condition is Indicated on accurate 
"Good-find*’ scale. Includes » complete test 
for shorts and leakage. Complete with all test 
leads and anvvsorlri. 

B9973. I-'ss lamp. 

YOUR PRICE. O J - 


Meet* every u-julietm-ip of the Service 
/ jt i'k.- s' . II or romiounicatloDs engineer for the visual 
I Y <3^ £ ib study ami adjustment of ail tadio circuit 

/A V-UV * !l problems. The i.scil|oseo|K< incorporates 

~3 -:i -••p.TItttely controlled resistance - coupl'd 
I, —_ >#1 horizontal ami vertical anipldiers. Ila* 

1> , • • J*? ’*r. etf *eif-t-niitained linear swi*-p front 15 in 

’ _AJn 20.066 cycles. Kltber Internal, external. 

or Oil cycle sweep »n.V be used. All con 

tj-ojs ate on the panel; absolutely no lit 
t era el ion of rontrol-. Tlu- new 2” tula* 
u-ed h.v» an effective act cm area four 
times that of the one inch tube usually used. Turret-t>i*e mounting al 
lows adjustment nt screen to direct nhunnu-m with usei's line of vision. 
Kxftemely brilliant pattern may be read in broad duylluht by Using the 
ailjustable shield. Provide- accurate visual analysis ot It.F.. I F., aiul 
Audio systems, thereby |M>rmit!lnz m*‘>k rtlictinient tor maximum sensitivity, 
selectivity, and lone (juallty. Will sUorreu the timrj rcqitiirtl for com¬ 
pletely smleinu modern alt-wave sets. Tubes used are: 2f>i5r>, 6.17, tit'6. 
kHri, 111-XII. Silver and black etelntl panel. Leatherette case; size. 
15’cxl-x^%". Kxtremely romivaet and well-suited to finable hr- a* 
well as for the &hop. For 116 Vol’i. f.0 rycle A.C!. ^ ^ AO 

wi«,cz . $ 49gg 

IN METAL CASE 

B9964. Mmld 160it 2" oscillosctip© mounted in a black wrinklo- 
fluluhfd Cano with leather handle. $4^9 Q6 


I'nuiiw: iifi- in 

$4998 


LABORATORY TEST PANELS 


2G 


LOWEST PRICES — HIGHEST QUALITY 


BEST SERVICE 


DE LUXE TEST INSTRUMENTS 


MODEL 1601 DE LUXE 
SET TESTER 


IN METAL CASE 

B9962. The Model l**ni tester is al-n available In a black wrinkle- 
finished tnetal case with leatherette handle. ^ M M 

NET . $44,425 


A new Idea In attractively matched rombinattnn >-tuec test uiuu that 
wilt simplify radio service and taboru'ory t»*-t work. These new black 
wrinkle-linistn'fl metal te^t panel cabinets are compact, convenient, and 
practical. Any Triplett Master or Dr Luxe Line .Service instrument can 
lie mounted on them. Three line eoiiiblitationa of new Triplett Do Luxe 
and Master finis assembled In the new Triplett Test lk*nch I’.imjIh me 
shown below. Giber equally nt tractive combinations may easily In- made 
up. A contlnumw panel setup may »h- obtained by bolting cabinets io- 
Kef her. (Testers built into the panels below cannot be removed for 
{torable use.) t'abinet size: 22"xiu”x5" deep at top and 7ti" deep at 
bottom. Cabinets have handy a<*cc-sor> drawer. 

MODEL 1402 

This test panel consists of 11 combination of , mw ._ 

the Model Milt) 2" Oscilloscope and the Model . 

l»:tl Fmjtuiifj- Modulated SlftlUl Generator. 

Theso two liLsirnnimts form :i eumplrte setup 17 -■ ■ 

for the visual study and adjustment of ull radio IF II 

mid tube circuit pioblems. The eat bode-ray If MggSsSS^ ||l ■ 

tulw has a turret-lype mounting that can Is- r /fllfflygNvAm c-1 

adjusted to place the smm in direct alignment I a •% : I 

with your lim- of vi-:on. Th.- Signal Generator r q . : " ■ 

covers from inn KC to 3n Me in six range-*. 

Frequency mntltilarion is contiHUou-|\ variable I a .>— — 

from 5 cycles to UJ KC. Signul Getu-rator can I 1 t P> II 

In- used utimixlulaiecl or wit!i either 4lHt C.P.S |i, f) 
inlei it a l modulation or external niodnlntion. il fa 7 * "£Sr %. ^wH 

Ait Invaluable Instrument group for the sendee- H-C * 0 it> JIM 

man who repairs modern lUgh-FIdelliy and All- p ” !IJfl 

Wuve sets. la*ss pan* 1 illuiidnation lamp. (See USGCa gBB SiL, 

B997 I . YOUR PRICE 


$ 107^4 


MODEL 1403 

Tills cmnhlmitlon Is especially designed for the 
service shoj* where the more elaborate setup of 
the other |«tnrls i* not require*!. Consist.- «»f 
the Model l*;;*ri Signal G**n»-rator. the Model 
12"!'-A Multi-rnnee AC! Voltmeter, and the Model 
I'jni'-D Multi-range |i(* Volt-ohm-Mtlliammeti-i. 
With these instruments the skilled service en¬ 
gineer ran easily handle all repair work. The 
Generator covers »lx bands, calibrated within Vi 
of \ r /o from liiu KC to 80 MC. All frequencies 
me fundamentals. Output may In- CW. 406 (M' S. 
internally or externally modulated. A 4'*> cycle 
aiul’ii tcs? noli- may be obtuine*! from s]H‘cial 
panel jack- With arce.s.surJi-1*. M dm a 

?o 9 uVp 2 R,c , r l ‘" ,l \ $ 8o^ 


• MODEL I209-O VOLT-OHM-MILLIAMMETER 

An Ideal unit fur the service bench. The ft" meter luis extra long 
•call*#, niakkna It eusy to read even ut a considerable distance. An 
nluiuinum needle type pointer allows extreme accuracy of reading.-*. The 
lollowing ranges are available: It-|u ;»t)-250-&(Kt-UXHI volts DC at JltnO 
ohtns p**r volt: 0-l-10-50-2f>n MA; and 0-566-lOO.Odd-l.000.000 ohm*. 
In metal ca-e with panel etched in ted and silver on black backtirnuici 
Complete with lead-. £*a « 

B9974. YOUR PRICE. 


MODEL 1209-A AC VOLTMETER 

This AG Voltmeter is au extremely us*-ful unli for all-round radio 
service or extK-riim-ntal work. Its file ranges at 46 ohius per mlt will 
cheek all AC vnttages usually i-nemiutcri’d. Tin* five rangis are: 
<1 In•.“»(*-250-506-lotto volts. The 5" meter has an unusually Joitk ceub* 
with large numerals. lla> same Ivjh- raw and pan«*l as Model 12*»t* I) 
('•HtlPlrtr with lead*. « / o 

BOO 7 5. YOUR PRICE _ $X>*Oo 


CABINETS ONLY 

The convenient and practical Triplett Test I'unol CabliKt- arc nlv. 
av.iltjhh; separately witlMHit luatniuieiil-s. Two or more may be bolted 
together to form n eontlnuotiK unit, lurch cabinet Is made of shed 
steel with black wrinkle finish. A handy drawer Is provided In each 
cabinet. Cabinet s-lze. 22"xtC"x5" deep at top and TV d.ep at bottom 
B9976. MODEL 1402 RACK ONLY. YOUR PRICE. EACH 

B9977. MODEL 1103 RACK ONLY. 

B9978. MODEL 1404 RACK ONLY. 

CLAMPON LIGHT FOR TEST PANELS 

B9979. This handy eiampon light was e.«.|H*cInlly designed for Uhl- 
minuting the Triplet 1 panels. Ihu umy In- used anywhere. Easily fastetied. 
C'lPiplete XVl»11 AC end and p'ug. ^ a 

NET.$t>«54 


MODEL 1690 DE LUXE 
l" OSCILLOSCOPE 


1SOOO OHMS PER VOLT 


A modern, high quality tester for 

tlwi up-to-date servierioall. l*mvi(l«n 
n*sq»rate. raisd aualyds of every ch 
<*ntt. with minimum operations nnd 
time nsjulred. Measures 16-56-256- 
r..m |66*)-2<y..i voi-s. a.c and DC. 
1>.(\ sensitlritv is 25'VM) ohms f«-r 
vnlr; A.c. i' l"66 otuiis iN*rvt»lt. D.C. 
current; 6-250 microamperes; 0-1-16- 
WJ-250-600 MA; 0-1-2-20 amp. Ite- 
Nhdoncc: 6-ftou-2o.66t)-2yo.(t60 ohnui 
nnd 6-2-26 megohms. All meter 
M ale r^ngi-H are available for external 
circuit measurement* by means of panel tip-jacks. Coinlenher tester checks 
capacities from .<‘"1 to 86 mid.; gives leakage tests Mt electrolytic. 
Calibration is easily check**1 by line voltage control and separate shadow- 
graph meter. All ranges are easily read on larje illuminated dial scale. 
Fm*.Point Tester checks e'1 me al ami class tube circuits. Panel lots 
silver finish with etched black lettering. House*) In sturdy black 
lcufhci'ctte case with removable cover. Ituilt-in tool compartment. Size, 
15Vixl2x6%". t'omtilete with all adaplers. ^ A 

acees.nrh-s and Instructions. 

B996I. YOUR PRICE. 49V- 


w? De Luxe TEST EQUIPMENT 




































ALL-WAVE SIGNAL GENERATORS 

MODEL 1*3* 


1200-A VOLT-OHM- 
MILLIAMMETER 
ZOOO OHMS PER VOLT 


A MaMr. nviinir. dhcci«rra(lins jL 

All-Wax* Signal Generator of netrdc- 
«ign iiml sturdy rmnitrualloii. tunic 
12 inch vernier dlnl-M*a)e iHintlt* cx- 
tmmly tine and accurate irudlng* 
oh each of Mu' >i\ fundamental fro- 
quenry band*; calibrated from Hill fc f^C V* 
lo SO.mm K.t\ Amplitude-modulated 
at 4**0 I’.ltS by m li'-rontaiiH •! audio 
oscillator. The roils ate .ill Individ- 
ually xhlrhleil mul placed lo require 
the -short eel possible leads, All arid 
leads are carefully shielded The 
xradmttctf itimntor is perfectly ■. 

stiuu.th and dettltriied for ir-e with 
A.V.t*. circuit* requiring a low sip- ^69 

nal level- I la- modulation "On- 
OIT* >wl»rh. |ml eyclq audio sip- ^ 

iiul is available for external lots 
through panel tip jacks, livery ad¬ 
vanced detail of modern engineering tiradlro Inis l 
construction of this signal amenitor. All jart* arc o 
skillfully assembled and thoroughly toted. This mil 
hardest type of service under all climatic conditions, 
>ome (*rystalliiie-rmishcd metal case; measure* 7T»x 
with shiHdrd IraiL*. For till »oll lid cycle A.C. 
B9949. Llat. $41.25. 

YOUR NET PRICE . 


Yi#lt-Ohin->lil!lanimeter with many 
lu-w fe.itures. Turn meters In shude 

xales arc «lim , bn > iiil||ie; ttlitMMrtrr 
Males Imre >lldiv<dual adjustments: 
with -rale selector switch for rapid opcral'im. Switch contact error Is 
less Nun Panel Inis plainlv etched led and silver maildnpK on a 

hi nek background. Mcial case. 7 vw # *x<« ! rt**'x Will* leads, prods, hid 

telle*, and Insmictloiis. Mbps. yyt.. lo lb-, 

B904I. List, $35.75. >X 


MODEL IZOO-B—2000 OHMS PER VOLT 

Slmdjf to 1200 A above. but with 111* nuneimm and copper oxide 
red I lie i lor At: miIi aye scales of ^-HK'iU-kTid o"i* |mnl at H't»0 ohms per 
volt Complete with batteries. Slip*:, wt.. in lhs. m A 

B9942. Lilt. $44.00. NET. >40* / fc| 

MODEL I200-C—5000 OHMS PER VOLT 

Same as the .Model 12D0-A except I hut ruder lots sensitivity of 5000 
ohm* per volt on l*r voltages. Suitable for checking all circuits, lu- 
chiihna A\'l*. Alsu* ha* 250 mkiuamitrc scale, and additional ohm- 
meter scale of 7*,« megohm.*. Shpg. wt., 10 lbs. £. 

B9943. List. $40.25. NET. >40 

MODEL 1ZOO-E—25000 OHMS PER VOLT 

Simitar In Hpi'cmmiee and design In .Model 12tm.\. Imt the D.C. meter 
has a circuit resistance of 25,000 oluns per volt, a gmiler sensitivity Hum 
was ever available hrfnie. New high nUius scale rends 2 and 40 megohms. 
Abu has il-jy rnicioaiiiM-ic scale. 

B9944. List, $46.75. NET. 


MODEL IZ31 SIGNAL GENERATOR 

Same as Model 1232 above, hut designed for localities where 110 volt 
A.C. Is not uvallahlc. Untlrely battery-operated. Uses two type 30 
tubes. Itudt. to withstand hmd sctrlcc. Complete 1 in metal ease with 
tubes, hfttlciics and umuctins lead*. 

B9948. Lilt $38.50. YOUR PRICE.9ZS«XO 


MODEL 1230 

A ulublll/.cd frequency, continuously 
varlaltlw Signal Generator. Furnishes 
frequencies Horn 100 K.C. to I8.IUM) 
K.C. In six range*. Six Individual, 
hand-drawn calibration charts arc sup¬ 
plied. one for each range. I ms a :> |v 
3tl tube as tin* lt.F. oscillator. A sepa¬ 
rate SO tube u>ed as audio oscillator 
generate* clear 100 cycle note. Switch 
tut panel permits signal lo he used either 
moduhitrd or mmiodulnted. I -22% V. 
and 3—1*3 V. batteries furnish tube 
current. Oscillator is Independent of 
line leakages. All parts arc Individually 
shielded. Power taken from oscillator 
does not upset circuit stability. Output 
Is continued liy 3 jacks and attenuator. 
In mein I f»w. Complete with tubes 
and hnItorlcH. Slips. wt.. 15 IIm. 
B9947. List. $25.25. NET. 


MODEL 12I0*A 

will a* plaj.'. 1 Kini>si«‘ii C tV^ r design 
wtth f 0U^ , 5O *'^ r, '* *'»r "‘•'king all tests- 

Indicates short ami leakage test* dl* 
redly on xuctei A H»*y voltage rvgu- 

frith rectifier tube and com* 
i»lrte Instructions. Operates on l'W- 
\oils. current- in new 

uft?S33.05. NET .^3 
B0958. MODEL 1310 COUNTER TYPE TUBE TESTER, 

Model 1210*A. Inn In two-lone walnui ctiso with 
nut a I tulh 1 charts uiul -loping pa>*el. NET. 94 


«164? 


AUDIO FREQUENCY 
OSCILLATOR 
MODEL 1260 


Sumo us 


Thn Ideal Insirumcnt for teal Ins all uu- wSfrh 

dio amplifiers, speakers, etc.; fidelity 
curves may he easily MMl qtilekly run. Us- 
ing (Ids oscillator and a gmal output me- 

back tyt* Mtiilator to produce a puie 

sine wav.- at M «JlfT«-mU frequencies which IX'vWvSaHK' 

are ampltfied and fed to a I’nlveTsal Dili- AvN\w i ‘-^By 

imt trunsformcr, arranged to match any 

amplifier Input Smooth, ponlihc gnin •» Vj 

control. Frequency selector switch If tall- 

beared IUi>-25O-o0H-100n-2iN)0-3(Ml0-4000- • w 

5 ')iHi- 75 fin ami lO.PflO cycles, airing adeipiatc frequency ninjp for full test 

of fidelity. In attractive metal ease measuring 7Tk"xti%"xl%". For 

110 Volts 00 cycle A.C. operation. Complete with tubes. 

•Shpg. wt.. 14 lbs. 

B9950. List. $42.50. >T770 


FREE-POINT TESTER 

MODEL 1ZZO-A 

For use with the Model 121H1 Master Volt-Ohm- 
Milluunmetei•*. Makes proper voltage tests heiween 
any lulw eletncnts. current tests in series with any 
tube clement, and rexlstanco tests Iwlwven any tube 
element »r soeket contacts. Pane) contains 4. 5. «. 
combination 7 prong, und S octal MX'kets. UlKhteen 
jacks permit In-crtlou of mcicr leads for all tests. 
With • prong I.Ttcti plug and 5 adapters. In new 
metal case. Shim. wt.. 8 lbs. ^ ^ 

B9946. List. $16.50. $ ■ ffl78 


COMBINATION MASTER UNIT TEST SETS 

A pmfevsioual. completely mutable lahmaiory consisting of four accurate Triplett instruments. Bach 
instrument U described In detail above. Set. of four Is housed in compact leatherette case as Illustrated. 

MODEL 1205 -A MODEL 1*06 MODEL 1207 

Consists or: Model 1200-A, Same as 1205-A. but with Similar to 1205-A but with 
Model 1210-A. Model 1220-A. Model 1231 Master All-Wave new Model 1232. 110 volt A.C. 

and Model 1230 In leatherette Sinn a I Generator Instead of All-Wave Signal Goncrator. Corn- 

case l<.\17%xS%*-. Complele Model J8JMI. Complete with leads plcto Wuli all test lends. ndapL- 

tvlth test leads, adapters, etc. nml-ndtiplarB,etc. Shp. wt..30lb-. ers. etc. Sbpg. wt.. :^i llw, 

B?L 9 f.li.50. $*7808 5 ?.°F.?j 75 . $8673 B?.°^fs. S o. $88$2 

YOUR PRICE § O- YOUR PRICE - YOUR PRICE — 

CASES ONLY FOR MASTER UNITS 

Ynit caii nuke up any type of combination Peal fined for portable use. T-eathorcltc-covered 

l*f*rlnhl«* Ti*st laboratory by using lhe.se Imndsomc with protective cJotJi lining. Hava Ijiko extra 
eases to House any of the Triplett Ma.st«*r t,'nltjs romiairtment for In4 leads, adatders, etc. 

B9954. FOR SINGLE UNITS. I B9966. FOR THREE UNITS. 

List. Sfi.OO. YOUR PRICE. I List. SHOO. YOUR PRICE. 

B9957. FOR FOUR UNITS. go 

List. $9.00. YOUR PRICE.99*®® 


List $7.00. YOUR PRICE 






















UNIVERSAL TEST EQUIPMENT 


Model 1181-A PORTABLE LABORATORY TESTER 

Am absolute!? modern te>*.er which combines three Instrument- in one rase for complete circuit 
anuly>U Include^: (!) Hie precision Model 1151 All-Wave O^Hlator for aligning all sets and for 
tube testing: (2> the Model 1125 l nil er sal Vok-Ohm-MILliamnieirr for point-to-point analysts and 
as output meter; (3) the Model 1166 A Fn-c-Point Auxiliary Set Tester for free-point and standard 
analysis tests. These three high quality Instrument! enable you to make |k>i nt-to- (>oint texts, stand¬ 
ard circuit analysis uml overall j>erronuanPc tests on all circuits. AH units have etched punels. 

THREE GREAT TESTING SYSTEMS IN ONE 

The new USl-A Poiiuble Laboratory T« -ter make. joint-to-point analysis without mooring the 
c!ias>»% nom tlit* cabinet. Quickly arid accurately m a-ures colta-es. remittance- and current* between 
any circuit points. For rouven'lonal analysis both Auxiliary Te-ter and Yolt-Ohtn-.Mllllnnirmter 
are employed. Quickly localizes circuit troubles. Ovcriill performance of any set is easily checked by 
the All-Wave ()>elllator mid output meter portion of the Volt-Ohm-Milllummeter. Permits iiccmcft* 
circuit allgumeut ami UcBDitely locate* rtiiixca of tnicrmiticnt recciulmi. Chart* are supplied lor 
direct capacity na-asutviuuitl: lar?e ralil>ratlnn grains supplied for tlu- oscillator. 

FOR ALL CIRCUITS COMPLETE MODEL 1181-A 

Tlii' 11S1-A Timt t. ultra-modern; It trill Tho llltl-A T,<lor otutnitulo a romlarl rout- 

handle all metal mix- a** well a3 ..la-*-* tuts* clr- ph-te radio servnc tc»t laboratory. Sire PHjj 

cult-. Meier m. 1 .^ rend . 5 folhm>: *'-13-»5- Furnished complete with batterie-. 

1 fiii - 7 i Volts A. C. ur I) < at loon ohms per volt; adapters, accessories, anil Instructions Shu^. 
o-l.1.1-150 M.A.. I) r : d-15-130 M.A.. A.C.; W l.. 2d lbs. 

0-lilhu-1.5 meg.-8 megohms, Oscillator bus four ^ A 

rnmii'N rrom lib K !\ to l.x M.C. AuxUlar) set ?t ...... ^ S ■ llW 

tester bus -1. 5. 6. 7 prong and K prong octal Lilt. >62.75. W < 

aockeTh with jacks for m II analyses. YOUR PRICE . 


4099 



1125 UNIVERSAL 
I AC-DC VOLT-OHM- 
MILLIAMMETER 

u Designed to me amt re Moth A.C. and D.(\ 

■ \ oil ««*•*. currents, and rexlstance. s*-n.l- 

■ live l)\\i>nn*al meter. lias selector^switch 

'^5==^ JVC.: ’i'-’lS-lSo'^pA.'A.tV'V-lStH ohniV. 

1.5 meg.. 2 met:. Voltmeter resistance 
Is Win) olun> per volt fur all range.. Has chart for accurate cuiwe- 
Hy measurements. Ideal for us*.- with Mode] Auxiliary Set Tester 

lo make n complete fur-point tiniilvxcr. Supplied complete with teat 
lends, prods, baltoiica and instruct Iona. Etched melul ^ 

panel. Size. 31Hx7 , /txl'/j Inches. Shp». cl.. lr« lb,. | 5** 


V. T. VOLTMETER 

MODEL 1 X 50 


jrfk • ; A lalmratory Vacuum Tula: Voltmeter for 

r'■' jyKK making accurate reading* rtf AK. KK, and 
1,nv ■' 1 ' voltages. Useful for rlc 

A'l* wipago. etc. Bridge cirrui* design 

(^ fi " n ** H hvay> correct. Mich re>|..tan‘-e 

J \input draw* negligible current from circuit 

lilt Volt. 50-641 cycle. A(\ With nil 
uo-ix>»n leads and tulips. Xhj«g. wt.. 13 
lbs. Etched metal panel. * 

B9935. List, 555 00. $XC94 

X YOUR PRICE. J J- 

MODEL 1251 

Similar to Model 1250, but range* read :;-15-75-5 m , i top*. ^ m<w 

B9936. List. $71.50. NET. 




fv.r wilh Iv ifinn . . n.l,.. 

and a Model 1125 Unktiwl 
Volt-Ohm•Milltammeteritt a sin- 

sit nak carrying ra>c. Tie- nv-ULtor genetj!e> a modulated or unmodu 
lated signal for complete alignment of all receiver*. 


UNIVERSAL 

SELECTING 

ANALYZER 


MODEL 1167 * A 


This Instrument is ideal 
for making complete re- 


Model lliin - A Auxiliary 8c. Tester and Model 1125 reversal Volt Olim- 
MiHlamntcler In a single oak eaae. .Scales rend ns follows: It-15-73-156- 
751) volts, A.C. t.r 0.C., at IIHtfl ohitiK per volt. IM.5-15-150 f).C. M.A.: 
41-15-150 A.C. M.A.; H-l r .tiu oluuv, I).1.5-3 megohm--. Charts are supplied 
for capacity nH-a»urements With ctrin-d metal panel. 

TESTS ALL METAL AND GLASS TUBE SETS 
A plug-in cable brings all set circuit* try the r > sockets on flu panel: 
tip jacki permit external use of meter feriuln.il* for complete ioiiit-to- 
jtolnc snaly.iK In oak ca*u’. HJ , 4x7^ix4%". (Vunplcte with all acces¬ 
sories, leads and Instructions. Shng. wt.. 2tl Hr. - — m 

B9934. List. $41.25. $7ff|9S 

YOUR NET PRICE. AfW-— 



ALL-WAVE OSCILLATOR—VOLT-OHM- 
MILLI AMMETER COMBINED IN ONE CASE 

The llfb> Perpetual Tester will check the overall performance of #nv re¬ 
ceiver. l'nhcrh-il Meter leads: 0* 15-75-I50-7.V' Volt- A.C. or D.c,: 0-1.5- 
15-150 M.A. 1).C. : 0-15-15*1 M.A. AC.; 0-1.504) ohm*—1.5-3 mepo hma 
Selector switch on panel choose* range quickly, a zero adju.'tnicni knob 
for the ohmmeter. an A C - D.C. switch and four tip jacks an- also pro¬ 
vided. The All-Wave O-eUlator him four bund* covering 110-500 K.C.: 
500-11.000 Iv.C.; 3,000-0.0(10 K.C.: and 41.000-IS.4)011 K.C. Complete 
.shielding eliminates ail radiation except throuah output Jacks on oacllluror. 
Completely operated from stdf-routnined 22'i V. Iwltery am! 2—1U V. 
fiasldicbt cells. Supplie*! with 1»*M prods, lead* and instructlun*. Shpg. 
wt.. 20 lbs. Panels are etched xniial. ^. 

B9938. List. $49.50. 


CONDENSER TESTER 

MODEL IZ4I 

^ A precision instrument for the sen lee 

Jss,v engineer. Tests for shorts, oinn* and 
high re>.Lstance leakages; cai-acirle- «•» 
condensers are determined by sensitive 
ndcro.unmeter. Shadow-tyj*- meter 1.. 
f used to obtain exact line voltage adjust- 
Xe3fl»meuis. All A.C. and D.C. voltages to 
fMKEr loiM) mbs are avalluhle t<ir breakdown. 

ot*en. and capacity lest-. Cheek* all 
y/ fMiirr. mica. oil. an«l elertrolrtlc con 
f denser* in i range.; .fMWii-.oJ. .01-.2. 
.2-2.0. 2.U-:»n.0 mid lla* ''GOOD-BAD** 
sealer for electrolytic*. For 110 volt, 
no eyrie, a.c. operation only, complete 
with m-titlei inlie nod leads. Shtig. 
wl.. 10 lbs. Metal ease. — 

B9937. List. $41.25. $7||9$ 
YOUR PRICE. 


F/ 


m 


2+ 
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MAKE ALLIED YOUR RADIO SUPPLY HEADQUARTERS 


VIBRATOR TESTER 


|‘fa -<!»»«*» 1 MODEL 1670 DELUXE 

■I’r '^‘ -r tSJ-00& T1U, ln*w vihralor Eostrr I'lifck3 ,11 auto- 

4f(M& nuK ' v *' wiuj home battery radio receiver 
■ • jWa‘5'vibrators under actnal itiTformanre eondl- 

B|i2 f —A^y 0f WW : tions. Ti-sts are matin muter n 5000 ohm 

® _ load as recommended bv vibrator engineers. 

Three scale meter: 0-to \o!t scale show. 
v ^~ — input voltaze to ribra:«»r: "GOOD-BAD** 

scale is used fm oj j-ut; ^cal** marked A-I*H) »h**ws percent of output volt¬ 
age a> reflected by change in Input voltage. Low-damped meter permit* 
needle to follow vnltage tlurtuiitiou- In black wrinkle-finished metal 
oatio. U%x7TsxF*. with leather handle. Panel t> etched ^ ^ 

in rrd and siher nn black backgiouud. 

B9939. List. $56.00. NET. M$ J- 


FREE-POINT 




MODEL 1168-A IN CASE 

The Model 11(1*1-A Free-1'olnt Auxiliary Set Tester ns doscrllH’d above 
hut in sturdy attractive oak carrying ease with handle. Makes u handy 
liistiunieltt. Etched metal panel, slips, wt-. l.'t lbs. ^ 

B9924. List. $20.25. NET. 






























TRIPL ETT TEST ERS 

MODEL ISO} 

fe-^ —T MULTI-PURPOSE 

■ Slfe 1ft .SjSJigJ P.O.E. TUBE TESTER 

| II ♦ Nine Instruments in One 

[j ' Accurately Checks All Metal 

/ and G,ass Tubes 

/ / ^ fljl * Tests Paper and Electrolytic 

If A ^ / 4u • Provides Full and Adequate 

Mm .; Circuit Analysis 

"' fr IWS A new combination Instrument of 
remarkable design. 1'rmhles complete 
t: "• test for all metal and glav* tubes a.** 

well ns circuit nrialy*i|s. Test* all 
tube* for gain ami oui|>ut under ac- 
• uiaI operating condition*. 

NINE INSTRUMENTS IN ONE 

Ac» Uleal combination of nine separate instrument functions. TchIh all 
tuln"» on large "GOOD-HAD" scale- (live* neon tents for tube shorts. or 
leakage of paper and electrolytic condensers. Meter reads: 0- 1 U-5H- 2 f*i»- 
500.1001) volts A.(*. nml D.l’.; lnoo.iu.rmo-lOo.nilO olmw 0-1-1ft meg- 
ohms; -10 to -rl5 Db.; <1-10-50-250 M.A. D.C. SensitlUiy is 1000 ohnu per 
vnlt on D.C* and too ohms per volt on A C. Housed in tuo-tonc walnut 
ense with sloping panel and removable rover; size. I5}«xll» / ix7¥ 1 *'. For 
counter nr liable use. For 110 volts. SO-00 eyries, ^ ^ 

A r Sill*. wt.. 26 IDs. SpAlA 

B9926. ^^IlJV 

List, *77.00. NET. J W — 

MODEL 1504 MULTI-PURPOSE TUBE TESTER 

Similar to Model 1503 but with added provisions for circuit analysis. 
Ten instruments in one, Tubes are tested by power output method. 
Equipped with free-i«uim tester, sockets and jacks in place of etched side 
pun els as on Model 1503. For 110 volt*. fiO-UQ cycles. ^ 

A.r. Wt., 30 IDs. 9|% I Oo 

B9927. List. $93.50. NET. - 

MODEL 1502 POWER OUTPUT TUBE TESTER 

A rower Output•Kintaainn tube tester of de luxe design similar to the 
Model 1503 but without the Volt-Ohm- M iHiammen-r feature*. Tests all 
tj|K-s of Rials and metal tubes under actual operating . ..mlji ions for sain. 
ot»put, shorts, and leakage. Meter scale reads "HOOD-BAD." In wal¬ 
nut ruse ns Illustrated. For 111) Volts. fWMiO cycles AC, **.*-•+ 

B9 925. List. $(10.50. 

your price . . 

% MODEL 666 VOLT-OHM- 
MILLI AMMETER 

A new and improved service Instrument of 
precise design and superior construction. Rulll 
oround a sensitive Microamuietcr movement. U 
will arcurntely Indicate values of Volts. Ohms 
ami MllUampm-s. Compensated copper-oxide 
rectifier provides measurement of A.C. Volt¬ 
ages. Meter scale reads; o-iu -50-250-500-lft*>0 
Volts D.C.I 0-10-50-250-5nn -1000 Volts A.C.; 
0-1-10-50-350 M.A. D.C.: 0-300-25ft,ftOft Ohms. 
Higher restwance leadings may lx* obtained 
with external battery. Meter sensitivity for 
both DC. uml A.C. voltages is 1000 Ohms 
per Volt, I'nnel curries three controls: A.C.- 
1).C. toggle twitch, rotary meter-ionge switch, 
ami zero ohm? adjuster. Complete with battery. 

leads, alligator clips and Instructions. Size 3C, 0 x ^ M P| 

5:4x2%". Wt.. 4 lbs. ^ ■ /% /” 

BD928. List. $22.50. YOUR PRICE. A4A- 


YOUR PRICE . 
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B9929. MODEL I1CU. CARRYING CASE ONLY. Designed to offer 
complete protection fur the Model 000 Volt-Ohm-Milllatiimeicr for portable 
\»v. Sturdy construction; leather -emvreil. ^ M g\ 

NET.)5«OU 

MODEL 1200* A VOLT-OHM- 
MILHAMMETER KIT 
■ l®I t*O II foo OHMS PER VOLT 

■fl A euiuiilete kit of parts for Service Kn- 


NEW RANGER INSTRUMENTS 

740 VOLT-OHM-MILLIAMMETER 

A new precision Yolt-Ohm-Mllllamnuder. Uses 
a Triplett Model 320 square precision meter with 
accuracy of 2% on D.C. nml 5% on A.C. Head¬ 
ings arc: 0-10-50-250-500-1000 Volts A.C. uml 
D.C. at Hunt ohms i*r volt; 0-1-10-50-250 D.C. 

Milllampere*; 0-3O0-25ft>»o ohm* with "liack-uu" 
scale for low range hating m:d-*oah- reading of 
25 ohms. Ohmmeter scale ran lx- math* to read 
up to 2.5 megohms In .25 megohm steps Case has 
compartment for test lends, tool*. eir. slate, hx . 

7%x4%". Complete with test « 1 

leads ami litHiruellons. 9 1 Oil 

B99II. List. $32.50. NET.. — 



640 FREE-POINT TESTER 

This Free-Point Ttsn-r wh»-n used with the 740 
Multi-Meter above make* a complete circuit an¬ 
alyzer. Permits rapid analysis of circuits without 
disturbing circuit wiring. Hus 5 sockets with stand¬ 
ard It.M.A. markings for servicing all act* with 
new or old type of tubes, whether glass, oclul or 
metal. S automatic and 10 standard jacks bring 
all circuits to the panel. Kxtru connections may 
he added later if necessary. In sturdy blark metal 
ease, mea -urine 4 Hx7jix 6 - . Ha« convenient han¬ 
dle, and compartment for atrrsiuries. Complete 
with instruct inns. ^ - 

B99 I 2. List. $17.25. ^10 — 

MODEL 440 TUBE TESTER 

Check all tubes speedily and accurately A sin¬ 
gle unit tulie tester using a 2” Triplett meter 
accurate to 2C*. Has a "GOOD-BAD" scale in 
colors. Kmbodies the latest improvements, lluilt 
to stood large overloads. AH «*! the It.M.A. stand¬ 
ards for proper testing of tubes are Included In 
the Model MU. Some of the Bill lent. featuri'H arc: 
Direct-reading scale; te-Ms metal and glass tubes; 
tests for leakage and shorts; meter is adequately 
protected against damage; uses A.C. meter for line 
voltage adjustments-; requires only four simple 
operations in making complete tube tests. Mviol 
ease size t*.\7 T jix4Complete with tube data 
charts. For 110 Volt*. 60 Cycles A.C ^. 

B99I3. List. $31.50. 

540 SIGNAL GENERATOR 

Supplies signals on 5 frequency bands from 110 
to 20.000 kilocycle*, all fundamentals. dug-in 
coils are accurately calibrated. Guaranteed ac¬ 
curacy is Icmi titan 15? on broadcast frequencies; 
loss ilian 2'<- on short waves. Provide« cither 
modulated or unmodutoteil signal. Stability of 
operotion U assured by rigid mocluvnieal cooolruc- 
tion unci carefully designed circuits. Completely 
shielded against static or magnetic field*, lvqulpped 
with npe«-sx4ry graphs, batteries and arossorirs.' 
Fully-shielded: mounted In metal case 4Hx7;ixtl''. 

LI®. ttt.SO. $fQll 

COMBINATION RANGER 
INSTRUMENTS 

Tlie Banger unit* in the combination* 
shown below give you the Instruments 
mo« necessary to your general servicing 
nernb*. Tliey are otTcred to you at a 
substantial saving. Use them to com¬ 
plete your lest equipment line and aa 
i*ort»hli> l«b(»ratniir> on service calls. 

Available In comblnui hxn only aa 
shown. Furnished in portable electro- 
black enameled metal cases. UVio"x 
7>»'*x4*4''. 



0'f!f 


Bm Is 




1W//, hig »•* .Mg ■ glneors who wisp to "bulhl-their-uwn" 

« :l r®V,o,! ° |1 Triplett 1200-A Universal A.C’.-D.l*. Volt- 

U - \*jT .. II Ohm-MUIlaouneter. Kit includes: new 

m v ‘ Twin meter with jetarute A.C. and D.C. 

movements of 27t accuracy, marked panel 
-piatt*. ull neceeaary aeries and shunt re¬ 
sistors. switches, and ohmmeter rlieostata. Meter reads: 0-10-50-25(1-500- 
1000 veils A.C. anil D.C. at 20 ftn olnui per volt on DC.: 0-1-10-50-250 
M.A,; .5-500 ohms on "back-up" scale. 150(1 ohms -1.5-3 megohms. 
l>uni meter mensures 4%x2%xl%"; llnngc 1« :*%x5%”. A truly Ideal 
outtlt for sarvlccmeu. With complete Instructions und blue prints. 

B9930. Complete kit of all necessary parts as C AQ (% 
described above. Kbps, wt., 10 11 m. H M * w 

YOUR PRICE.. # 

MODEL 1ZOO-C 5000 OHMS PER VOLT 

A kit similar to iloilel 1200-A but inoon>orating « 5000 ohms per volt 
D.t!. Instrument. <\ls<i reads to 25ft inlcroamiiercs and 7.5 mecohnm. An 
Ideal unit for accurately measuring all circuits including AVC and high 
rcditance circuits without using hatterles. 

B9931. YOUR PRICE.>ZU*Vv 


17 ^ 


No. Combinations NET 

B99 I 6. Model 640-740. Free-Point Tester and Multimeter.$27.78 

B9DI5. Model 440-740. Tube Tester and Multimeter. 36.16 

B99I7. Model 440-540. Tube Tester ond Signal Generator.. 36.16 

B99 I 8. Model 510-710. Signal Generator and Multimeter.. 36.75 

MODEL 735 D.C. VOLT- 
OHM-MILLIAMMETER 

A complete, handy Volf-Ohm-Milllumtneier of 
convenient small sir**: may be easily carried In a 
root pocket or in tin* tool kit. Meter Is a Triplett 
D'Arsonvul type instrument with 2% accuracy, with 
scaU*s for reading 0-15-150-750 Volts D.C..* 0-1.5- 
15-13(1 M.A.; .5-1000-100.000 ohms. Housed ill a 
sturdy case, measuring only 3Vi4**x5jfc*’x2‘4i''. Has 
black ami silver panel. Supplied with battery, | 
leads and test dips. Molded case. 


B99I9. 
List. 518.00. 


$101! 



B9920. CARRYING CASE ONLY. For Model 
735 Vnlt -Ohm-Mil) I ammeter. Provides protection for meter when not In 
use nr can he used as portable case. Sturdy const met Ion; ^ ^ 
leather-covered. NET. 












































READRITE 

POINT-TO-POINT 

ANALYZER 

MODEL 720-A 

OrrlcnM) 10 test all pans of all radio circuits 
Including modern metal a- well a- glass tube 
type*. Measure# voltage* and *urren*s a«vurately 
in any tube circuit- Ke-i-faner. continuities, 
ami capacities are also quickly nicH-ured, 
Itieak-In Ju<ks In all tube circuit* provide :» 
means of obtaining alt etirrem and voliage 
measurements. KquitipiMl with N-enndtictor cable 
:im| plug with necessary acts*i-i»*rs for plugging 
Into any tyre tube socket. lias M*t>ara:e A C. 
and D.C. meters. 

TESTS METAL AND 
GLASS TUBE CIRCUITS 

All meter range* ore available thumgli a sin¬ 
gle pair of Jack*. Selector hwIi e h Quickly 
elwinaes proper vale Ml AC or IV meters. Ih* 
wales are: ll-ir. J.*iO :«»0-C0it Volt*. 0-1.I'll 
M \ : AC wales are: 0-1 • L'.l• 1 V 7’ifl Volfs, 
Complete analyst may be mndr wit bout remov¬ 
ing «!•*• receiver rha.—D from the , iliiiwt. In 
leatherette CM# Ilx4%lt*. yO . t 11 lbs. 
B9900. Complete with adapters, charts, and 
instructions. 

v* $147° 



^ •-•..-.“I 



ITT tTYIRI 17 OPPR ATIrtW Complete analysis may be made without rernov- 

fLLAIULL UrLKA HUN ins re ieiver rha--H from tlo- ..bine*. In 

Will make complete point-to-point texts be- )'V *" *!*'• 

tween nil tithe socket terminals by means of B9900. Complete with adapters, charts, and 
break-ln jacks. Permits complete circuit •••ybCttobJ . 

checking as well as standard te-ts of volt- L ' 4 ** 525.00. % V JM 70 

age, current, nod nmtlnulty. Easy In oper- YOUR " 

ute; extremely port able._ PRICE . 

B990I. MODEL 730-A. Similar to the Beidrltc 720-A described above. Ha* precision Triplett 
HO voltmeter with 1 i*i>0 ohms per volt sensitivity. Complete with all instruction*. o «« 

YOUR NET PRICE .. ^AO«AJ 

READRITE ALL-WAVE 
SIGNAL GENERATOR 

MODEL 554-A 

A completely shielded All-Wave Oscillator. Tube-modu¬ 
lated and battery-operated. Plua-in colls are used to 
give complete coverage on live over-lapping Iwndamcruul 
bands, from lflll-20000 K.C. Designed to meet nil present 
and in hi re requirements. Cor additional frequency bands 
to meet ruture requirements, it I* only nccc-satr to add 
new coll- The extta-larca wale permits accurate fre¬ 
quency settings, 

S BANDS: 100-20000 K.C. 

Calibration curve* nro supplied for each of the fire 
MODEL 557 bands: lou-.nin k.c : 35ii-HiM K.C.; tun..-.Ton k.C.: 

nmerr nir&niNr a.too-iosoo k.c.; ss*>n-Jtumt) k.c. Two type m tubas are 

I v used—one as It F. o-ciUuttir and one as audio oscillator. 

A modulation "on” and "olT” switch is provided. A 
Similar to Model 5'1-A above but variable attenuator on front panel varies oscillator output 

with direct-reading dial. Accuracy o»er entire range. Circuit- an* thoroughly stabilized for 

of calibration U le.. than IT? on dependable otieration. Permit* complete alignment of all 
, broadcast band and 11% on high fro- types of radio receiver*, mtuisbinit all Short Wave, Broad- 

qmiicjr ranges. Completely shielded. cast. amt Intermediate frequencies, Doused in a sturdy 

Leatherette case, 12" x UVi" * !<*•"• leathern to earning case with removable hinged cover. 
Wt.. 12 lbs. Willi tubes and hat- KUu*. Balletic* arc sclf-contuln«d. 

tefles. B9904. Complete with cwkl«. tubes and . M 

B990S. /-d a) im*m batteries. 51 ^11 

Lilt. $31.50. NET List. 524.00. NET. ***4#- 


READRITE ANALYZER 

MODEL 710-A 

A new Remit lie Standard Analyser which 
completely mul accurately test* all parts of ail 
metal and Bias* tube receiver circuit-. Aleteix 
tnii l»e comir<t«*d into vailona parts of the 
circuit for toting plate, lilamcnt, grid, screen 
unci line voltages and current*. A 4*4 volt 
battery Is required for testing continuity aud 
resistance fit oil resistors, choke*, transform¬ 
er*. etc., without removing the radio Chassis 
from the cabinet. Charts are provided for use 
in toting condensers and for mea-uring re¬ 
sistances up to loo.ooo ohms. Meters an* ac¬ 
curate to nithiu fi'v. A reliable low-priced te-t 
instrument for the small service -hop. Will 
che.-k voltaic. current, capacity and eontlmiity 
in any set and for any of tho tubes In thu wet. 
whether A.C. or buttery type. 

FOR ALL OCTAL AND 
GLASS TUBE CIRCUITS 

Four sockets are piovidcd to accommodate 
all metal uud glass tubes. The analyzer cable 
Is equipped with a smalt-size latch type phut 
and ado lit cm in lit all net*. The three meter* 
provide the fnlhiwhbt readings: 0-lM-tl0-. n »t>IMI0O 
Volts DC: o-io llif-700 volt* ac: u-is-irai 
M.A. DC. External jacks ate provided for 
using these nine scales sepanitclv. jj» position 
selector switch connects the meters Into various 
parts of clreui! under test. Ilnu-cd III a sturdy, 
attractive leatherette case. Shp*. 

M„ 10 11*. 

B9902. Complete with pluo. cabin, and in¬ 
structions. ^ M ^ rnm 

List. $27.50. S ■ fcl7 

YOUR ^ B If - 

PRICE . 


MODEL 712-A 


Same a* 710-A described oIkivc. but with 
HUH) ohm* per volt Triplett d’Aiwonval DC 
meter, Voltmeter reads: 0 l.V(t0-::iMI-0(i0 Volts. 
Ih leatherette case, Shipping wt.. 11 lb*. 

B9903. Complete with plug. cable, adapters 
and instructions. ^ h a 

List. $37.00. ■ 70 

YOUR PRICE 



NEW READRITE 430 TUBE TESTER 


A brand new. Inexfienslve dIrrvi-reading Tube Tester. Quickly and accurately determines 
condition of all niclal anil glas* type lulrc*. Two meter* are providisl: one i* a Triplett 
Mudel 221 meter with *‘OOOI>-HAD” scale: the oilier i- -hadow iyi** AC meter for adjusting 
l.ne voltace. simple xo oj^raie tor accurare tube condirion test*. Applic* actual load value- 
to tube under test. Ha* live socket* which handle nil 4. fl. C». 7 and the new it preng Octal 
tuhi-s. I'p-to date In design and performance. Checks all tube type* completely and accurately. 
Positirely and efltchuUy indicate- the ptcsencc •! the slightest leakages ami all sUotla. 

TESTS NEW METAL & ALL CLASS TUBES 

The new Readrllr l-ft Tul»e T.--i^r che«‘ks all Octal l«se metal tubes a» well a- every existing 
das* tyjw. Hliows ivnditiui of tulic a- "GOOD” or "BAD” on Kiudlsh-readintc meter. Tests 
l»»r shorts and leakace are read directly on meter. Meter is ptotwted acain-t damage. Con¬ 
trol* are ptovidi-il for adjusting proper line voltage, filament voliage and mhe load. An addi¬ 
tional cnuol .select* proper ruts sm-ket connection*. Actual tuln- test is made by pressing a 
single button. The Bead rite 420 Tula* Tester Is attractively housed in a quartered oak euso 
with removable cover and sloping silver and black etched panel. Ideal for cither |*ortable nr 
counter u*e Shpg. wt.. 17 11* Increase your lithe sales iMisinev* with the new Ucsdrite 42n 
Tulic Tester which completely check* the condition of ail ttidal mid pl*«» tubes. A highly de¬ 
pendable tube tester built to efficient standards and offered at, an attractive low price. 

MODEL 431 MODEL 430 

Ac described above, but with accurate Bead- The Rcadrit* , 'l. < tU direct-reading Tube Tester 
rite “GOOD-BAD” EuclL-li-reading meter in exactly as di-rcrlbed above, with Triptert 
place ol Tntilelt meter. (‘oiu|4ri • with cord Mmlel 221 Mt-lrf. CtMttfllefP In Mk ca r -e with 
nud plug and Instruction*. For 110 volt. full Instructions. I*\if Lit) volt. llO cycle AC 
tilt cycle AC operation. oiwralion. 





























READRITE METERS 




SHUNTS-RECTIFIERS 


READRITE PANEL METERS 

MODEL 55 D. C. 

Thi» lojmlar anti economical Readrlte lino iiumI 
extensively in radio aiul rln'irlml w**rk where an y 
ertleielit low -prim) ln«*t«T 1-. rrquitrd. Antirao fj 
av;urr\l within 5v. !>.€'. meter* are |H*lari/rd ll 

vane, solenoid type. Rt*<iulr«* mounting holt*. II 

llan* easy reading white dial, mark lettering ami ll 
full nlrki'i - tinisit rh-iuI shell. Clamp Inel tided fo w 
hold melcr 1 lulu against panel. Screw connect intut ^ 
with binding nuts on rear 2Vi" diameter. Readily 
convertRde foi nut«ide tlanze mourning with u»c of 
No. 05.\ Klanijc ring. Zero adjustment i>|n* has 
8criw on meter fair to eontnd Ml? i-usltiuii of 
needle. 


Standard Type 


D. C. VOLTMETERS 


Without Zero 
Adjustm ent 
K . I Not 
No - Each 


With Zero 
A djustment 

v„ I Net 
No , Each 


Resist 
Oil U1S 


B7350 


0-1 .B7375 


Fur accurate visual tuning of modem .L. V. C. 
set s, 11 ixti resist mi <v mllllnnitiiwtcrs In neat, 
nisy-lo-mmint cases. indicate exact tuning 
ivxcnonce when m-edle swines lo Its farthest 
point. Four types are available, each wdlh full 
scale deflections as limed. Model 121 is sliadotv- 
tuning type. Supplied Ics. escutcheons. 

TM-I08 

Needle shadow in- 
d i c a I a r type with 
translucent dial. 

No. M. A. 

B7485 0-5 

B7486 0-7 

§7487 010 

B7488 0-13 

TM-lll 

Shadow graph type: 
indicates resonance at 
narrowest point. 

No. M.A. 

0-5 


B 7351 
B73S2 
B7353 
B 7354 
B7355 
B735S 
B 7357 
87358 
B7359 
B7360 
B7361 
B7362 
B73C3 
B7364 
B736S 
B73G6 
B 7367 
87368 
B7369 
B7370 
B7371 


B7477 n 10 

B7478 0-15 

TM-xoa 

Rear lighting type, 
with translucent dial. 

No. At. A. . 

B7480 u B7490 

87481 o-7 §749 1 

B7482 H U' I B7492 

B7483 o-15 I B7493 

Choice of any type above. less 
escutcheon. List. $1.50. 

NET. EACH . 


Amps. 

“o-i “ 
(►-3 


1 Each 
B7438 ii 
B7133 

B 7440 #3* 

B744J.J,_ 

B 7437 I $1.03 

P 7 AA<± 1 Cl 


B7428 
B 74 29 
B7430 
B 7431 


B7427 


B7426 1.47 

87432^ 

67433 

B7434 59C 
87435 * 

B 7436 i _ 

B7448 1 SI.18 


l-O-l B 7442 
3-0-3 B7443 

0-0-6 B7444 

10-0-10 B744S 
20-C-2U B7446 
B7447 


B 7462 0-23 | 
B7463 0-50 1 
B7464 0-100- 
B 7465 0-2501 
B7466 U-500 


ESCUTCHEONS 

For TM-108. 121. 

For TM-102. 103. 

NET EACH. 


Converts any type Iteadriie 
Model 55 mi-ter l«»r flange 
mounting. 2 *i" dnnze diaru- 
rt.-r. Easy to mount. Has 
Uluck finish to match bake- 
bie panels. Complete with 
immr.tiiii' screws und nuts. 

B7473. List. 15c. — 

YOUR PRICE . 


No l 
B 7468 
B7469 
B 7470 
B7471 
B 7472 


FULL-WAVE 

COPPER-OXIDE RECTIFIERS 


S M. A. CAPACITY 

For convert !.•)_• tjiiiviuc - roil 
D.l*. meters with levs than 5 
mllllamperes drain, to A.t*. in- hCerKJttwF'H 
struments. Insulated flexible 
wire leads allow mounting inside meter, Vie" 
wiunre. Mnmtling cciiicrii, V.vi‘• Comes com- 
l»leie with wiring diagram and full Instructions. 
B2500. W m* 

YOUR PRICE . 


INDUCTION AMMETER 

Indicates automobile 
starter rurrent. Simply place ^ 

meter over starlet - cnhle to />yr <••»••• 
rend current clow Meter /// .«•, • ^ 

ll 4 «• I. ll a S I'illlc llM-4lillp kJI ‘ ■' 

groove IIMill 4l'lMl lUoHI 

B7499. M,d«l 44-1. I 

Utl. SJ.00 . m. V\ 

NCT $1.7C 


OUTPUT METER 

MODEL 575 

Indicates output volt¬ 
ages for correct aliuumem 
o 1 BF Anti IF slmtet. 
Range*: 11 j, it r.n volis. 
lias rulip-i-Kililr rrtil- 
tier. In 4'j" Mael: en- 
arnell-d tact 4 1 case Lias 
tit- ja.-k< tor leads. 

? e 7 t 348 : $4.85 


Makes A.t\ meters out of P.C. 
imitnimeitts diuwhip not more ^jJswJIuMnr - 
limn 'Jtt nillllamperes. Aeeunite TFaxjjjjjmp* 
on ull Imiueftrles lo .% IvC. Will 
nol need re-cahhinllnn. Ideal for capacity 
measurements. boll, insulated from rerti- 

fler, l«>r eonvenhiu tnoiuitlng. "u" round. a 4” 

B2SOI. YOUR PRICE. $1.88 


MODEL 515 OUTPUT METER 

Snimi as Model 575 above but with Triplett 
meter. Has range of 2.5-5 volt*. 730 ohms re- 
tdstanep pvr volt m ja 

B7349. List. $16.50. NET. ^Vo/U 


RADIO CITY SHUNTS 

Individually ralihrat«*d to s-s? - "-' 

an niTuracy of tl'.r. Ideal ■K l 
for use with miiilummeters 
sueh as tliose having U-l 1 
wales for iiM-reasina tli«*ir ranaes. 
eaeli unit, atom 1 waft. Xeftlfdlil" 
eueflU’lent. Slxo 2 a rx :i »". 

17 OHMS METER RESISTANCE 

No. Milliaiup. No. Milliaoi 

B2355 6 B2359 mu 

B2356 M B2360 25ii 

B2367 25 B236I 500 

B2358 5n 82362 lo*n< 

SO OHMS METER RESISTANCE 
B2364 8 B2368 100 

B2365 1» B2369 250 

B2366 55 B2370 Son 

B2367 50 B237I HMM 

SB OHMS METER RESISTANCE 
B2373 5 B2377 100 

B2374 10 12378 250 

B2375 25 B2379 f>‘Hi 

B2376 50 B2380 1000 

List. Each. $1.40. 

NET. EACH . OJg< 


Capacity of 

temperature 


SO M. A. CAPACITY / 

For heavy-duty serviei- in dr- 
ciiii^ drawing up in ’o M.A. 'wjwfj 
IM* llan.|l*-i* A C of all in- VJjR® 
i|ilrlicie< ;o 5<*oi». .Maximum A.C v ViP' 
vult*: lino L'<e lo rectify 110 Volt* A.C. 
exeitatlon of l» C. dynamic speakers with 
to 3500 Ohm fields. 

B2502. £1 pi 

YOUR PRICE . 4 


MODEL SOX 

Piled ivadiiiK*. 0-10, (Klf> 
ohms. 0-4’a vollH. MoAsureii 
resistance and dinks emnin* 
ult> In ridln amt ch^ctriral 
circuits. Uses 3 a mall flash¬ 
light cells. fifiwv 

B734I. NET.OOV 


RESISTORS 

No. 503 Re&istor. 1150 ohms reslalance to in¬ 
crease No. 501 olimmetcr reading tu 50.000 ohms 
when uwd with a 22Volt battery. ^ 

B7343. List. $1.00. NET.37^ 

504 Resistor. 2.200 ohms, center- 1 apiml. for 
Use with 45 V. ••It” lu increase reading oi No. 
601 ohm meter to luii.iitai ohms. 

B7344. With Up junks. 

List. $2.25. NET. 


CRS COPPER OXIDE 
RECTIFIERS 

Exceptionally small full-wave 
rectifier lor converting D C. meter* 

lor A.C. use. Itipul 111 volti» 11M8; 
tmipui 20M.A. (deal lor analyzers, 
test tianols. etc. 

B2503. NET EACH. 


1 t 

1. C. MILLIAMMETERS 

Without Zero 
Adjustment 



With Zero 
Ad justment 

No. 

Net 

Each 

lies UK 
Ohin-< 

M. A. 

No. 

Net 

Each 

B7400' 

B7401 

B 7402 

B 7402 

$1.32 

1.18 

.59 

.59 

2160 

TOO 

2UA 

S5 

0-10 

0-16 

0-26 

B 7414 
B741S 
07416 

B 7417 

51.47 

1.32 

.73 

.73 

B 7404 


20 7^ 

0-50 

B7418 


B7405 

B740G 

B7487 

59c 

i.i 

1.9 

0-100 

6-150 

0-200 

B 7419 

B 7420 

B 7421 

73c 

B 7408 

B 7409 
B7410 
B7411 

"$LST 

.59 

1.18 

1.18 

.8 6-300 B 7422 

.5 1 6-4(10 B7423 

175-30.0-20-100 B7424 
305-24 O-15-150. B7425 

$0.73 

.73 

U2 

1.32 





























METERS 


* T 

Rl 

IPI 

.ETT • BEEDE < 



Model 321 D.C. »>* 

Model 331 A.C. lush-imiit.. mi 

_METER D IMENS IONS 

Model i Flange I Mtg. Scale 


TRIPLETT PRECISION 
METERS 

These accurate. dependable meters are 

( available in .a variety of styles, * lists 
anil Mime*. Ideal for service iiiNini- 
inpnts. iransmutcrs. diathermy in a - 
ehinoi, or any equipment requiring 
high-grade Indicating m i'tcrs. Tin* 
rugged D'Arsonval movement u-cd a*- 
surts accuracy within '1*7*. The extra- 
lljilrt fiioviiiit-roil currying the balanced 
aluminum mv-dh* mm »•» on sapithirc 
jewel bearings. Scales are white en¬ 
ameled melnl. Kqulpped with zero ml* 
just ers. in dust proof eu sen. A.C. me¬ 
ters arc movable iron repulsion type. A 
high-grade Attractively-priced line. 



Model 324 D.C. 
Model 334 A.C. 


TRIPLETT 
MODEL 326 D.C. 

MILL1AMMETERS 

Precision built meters in I 
a new modern .style. 

•Square m aided bakoJlte 
esses, flush mount inn tyi*. 

Require 2!4" diam. mount - 
lug hull*. Overall Hlze, :i>,4x2*1^,,". Scale length 
_'-V' Precision ronstruction; genuine sapphire 
jewel bearings. D'Araonval movement, extra 
light moving coil. etc. Arvuracy within 2?r. 


App rox. Res. |_NET_ 

3.3. 1 $4.57 




$3.75 


D. C. MILLI AMMETERS 
3Vi Inch I 2 Inch 



D. C. AMMETERS 
3 V 2 Inch _ 2 Inch 

Model I Model 1 

321 | J24 I_Not_ Amp*. 223 ( I 

BI7S2 B B7631 0-1 B877J1 

B87SJ 8S764 C. -- iWi R8774 


B8753 B8764 C-» 0-0 B8774 

B8754 B8765l’3*73 (MO B877S 
B87S5 B8766J 0-25 B877G 


B8759 B8770 


20-0-i B8780 I 

20 I 


B8760, B8771 j 3*75 ;KFO-|b878xJ 2 


A. C. MILLI AMMETERS 


D. C. VOLTMETERS 

(125 Ohms Per Volt) 


B8G91 B 8700 1 0-10 BS711 1 

B8692 B8701 - c 0-15 B8712 C. n4 
B8693I B8702 |^3»75 0-25 B8713 :, Z#94 
B8G94 B8703 j 0-50 B8714 ) 


A. C. VOLTMETERS 


B 8695 B 8704 $3.75 
B8G96 B8705 3.75 

B8697 B8706 S.39 

B8G9S B 8707 G.04 

B 86991 B 8708 7.18 

B 8710| B 8709 9.31 


0-100 B8715 $2.94 

0-1501 B 8716, 2.94 

0-300 B 8717 4.24 

0-500 B8718 S.06 

0-750: B8719, 6.04 

0-10001 B 87201 8.33 


D. C. VOLTMETERS 

(1000 Ohms Per Volt) 

B8722 B8732 ; !>-,'> B8742 t 

B8723 B8733 M (MO , B8743 < 
B8724 B8734 r5*3V 0-25 , B8744 i q 
B8725I B8735 | I O-50 B874S I 


li8831 B8S43 A* * 
B8832 B8844 t 

B 833 3 B684S 
B8834 B 8846 ;S3.7S 
B 883$ BS847 3.75 

B 8836 B8848 4.SS 
B8837 B88 49 | 5.39 
B8838' B8850 157.18 
B8839 B8851 
B8840: 68852 110.45 


A. C. AMMETERS 

334 | Not jA mpi. 1 233 


BB72G B873G 55.71 

B 8727, B8737 5.71 

B 87281 B8738 1 6.S3 

B8729' B8739' 7.18 

B8730 B8740 8.98 

B8731. B8741 10.45 


0-100 B87461 $5.06 

0-150 B8747 5.06 

, 0-300 B8748 $.71 

0-500 B 8749 6.53 

I 0-750 B 8750 7.84 

0-1000 B8751 9.31 


B8874 ^ 0-2 

i B 8875 $2,75 0-3 
I B8876 J 0-5 


B8880 I 
B 8881 ' 

SSI!? «-94 


B8877J_ 

B 8878 154.55 


0-5 B8883 

0-10 l B8884 


| B 888S| $3.75 


1000 OHMS 

If sMO,- ]■ MODEL 521 

WX—ZE Tills high-quality .T.A** pre- 
jSt/ff chi on meter with Its a>so- 
ciattsl multiplier* and shunts 
art*.nts the scrvjce engineer 
or experimenter the op]K»rtunity to build an ex¬ 
tremely accurate mult I-scale volt - ohm-tnllli am¬ 
meter at low ml. The basic iusLrument is a 
Triplett .Model .'121 0*1 mllliammeter. Internal 
reslstanco lf)t) ohms. Dial has five D.C. scaien: 
0-in. 511 -25A.506 rolls; O-in-f,0-230 mmiamperes. 
amt O-loir.OOO ohms. A hair-line needle indi¬ 
cator simplifies readings. Complcto with wiring 

B0946. List. S7.50. NET.$4*90 


TRIPLETT FOUNDATION METERS 

1000 OHMS PER VOLT / 

MODEL 321 I MODEL 521 j 

Tills high-quality -I'.i" P«- I Tills siani sl7-.il 5Vs" m.t« 1 


ha* an extended scale length yy 

of .1". Its unusual sire rihI 
f»*riking appearance make it 
an impressive instillment for the serviceman's 
test bench. Large-sized numerals und long 
needle pointer. Jtaslc movement gives a full i 
nchIo rending of 1 M.A. ut 100 millivolts. The . 
larxu white-enameled dial scale has flvo direct - 
rrtiding D.C. scales: 0-10-50-250-500 volts; 0-10- j 
CD-250 milliamperv*. and 0-100.000 oluns. Com- ' 
pie to with wiring diagram. QL 

B8947. YOUR PRICE. 


BEEDE 

MILLI AMMETERS jgr 

MODEL 70* 

Highly accurate anti com- LJm 
pad D’Arsonval typo meters. 3M'X^***!* 
Moving coll deHlgn. Com* Rllrl > 

hliu* ruegedness with nocu- J 

rao within 'l''c llaw> zero 
adjustment, sapphlru bear- 
Inga, alumiuuin jmiiiten;. 

, Flush mounting. 3\%~ dia. In metal case. 

D. C. MILLI AMMETERS 


331 , 

334 

Net 

M. A. 

231 1 Net 

B 8805 
88806 
B 8807 
B 8808 

B 8813 1 
B 8814 

B 8815 f 
B 8816 \ 

*3.75 

1 0-10 

1 0-15 
0-25 
0-50 

B 8821 1 

B 8822 t%A 

B882J j^Z.94 , 

B8824 J 


No. 

M. A. 

List 

NET 

82300 

0-1 

80.00 

S3.53 

B2301 

0-10 

4.75 

2.79 

B2302 

O-IOO 


2.79 

82303 

82304 

0-200 

4.75 

2.79 

l-O-l 

0.00 

3.S3 


VOLT-OHM-MILLI AMMETERS 

hfultl-acalo meters for uso ua foumlutioii units. 
Build your own |>oint to-point analyzer or tent 
panel udog one of theso meters as the Volt* 
ohm-mllliameter. Seuiu ranges provided are 
thove mo>t generally used in service and test 
Inst ni meats. 

Meter only. Reads 0-1 M.A.; 0-50.000 ohms; 
0-15-30-300 D.C. volts. 

B23 I 5. MODEL 701. NET. 

Motor only. Roads 0-1 M.A.; 0-2000 ohms; 
0-5-250-750 D.C. volts. — -• 

B23I7. MODE L 701. NET. 

Write for prices for other Bcede meters. 


METER 

REPAIR 

SERVICE 



RESISTORS AND SHUNTS 

With the kits listed below, you ran extend the range of the *wo meters nlmrn to n*ail 0-1. 0-50. 
0-250, 0-500 Volt* D.r , at 1000 ohm* per volt: 0-10. 11-50, 0-250 M.\ ; and O-lOu.oou «>hms. 
B8942. MODEL 10: llesistors mnuiitinl on bo Lei lie for 0-10-30-250-5011 volts. NET...S4.90 
B0943. MODEL II: Shunt' m'-unted on h’l-.F’e {* r 1 !u. • -'ft. e.250 JIA. NET 1.79 
B8944. MODEL 12: Current llmlUtig re-btor .-.r ohms. NET..65 | 


Wind her your meter la burned out ur damaged 
mechanically, our tabulator}- m! andiml meter 
scrvleo will put it buck Into good condition. All 
repairs are made liy traine*! teehtileluns and 
are calibrated against standards of the highest 
accuracy. Here I* u lino service that amateurs, 
servicemen and experimental laboratories need. 
Price* shown brio* me representative. Send 
CMh with order. For prices on services not 
shown, send mi ter piepaid for inspection. 
SERVICE A: For 3Vi” meter* with burned-out 
or upon fti'mnture.H. Wo dlsmanlhi lha entire 
moving element, icwliul or replace urinalure. re- 
plarc und sharpen tho pivot>. and polish tho 
Jewels, if the armature has been burnt, new 
imii spring.* are installed. The moving clement 
I* then reassembled and balanced, amt the meter 
calibrated at three points. Mctnl cn-es, if badly 
*cnilelK'd, are carefully reflnluhed. All Bakelito 
cosr-o are butted and polished. mw 

YOUR COST . 

SERVICE B: For uluggisl) or erratic meters. 
Same a* Service A except that armature and 
Stair-spring* are not replaced. ^*9 €%C 

YOUR COST . f . 

SERVICE C: If glass is cracked, scratched or 
broken, we will replace It for an QAo 

additional clmrgo of. 7 ”® 

Prices above cover only replacement parts 
specified In each service. Additional parts, such 
ns pointers, sprlnus. zero adjusters, case. etc., 
will Lc supplied at the lowest possible prices. 
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